[Digital roentgenographic systems based on photostimulated screens and their comparison with roentgenographic screen-film sets].
Parameters of images obtained using roentgenographic systems based on stimulated luminophores (computer roentgenography) were experimentally compared. It was shown that roentgenography based on the use of stimulated luminophores had several advantages over conventional film roentgenography.